Introduction
============

Laboratory medicine of autoimmune diseases is a growing discipline of laboratory medicine in general, and many laboratories expand their panel of tests with new methodologies for autoantibody detection. Methods in laboratory medicine of autoimmune diseases differ in many aspects like the antigen profiles, sensitivity and specificity ([@r1]). Limitations like the lack of standardized reference samples of defined specificities and different sources of antigens (recombinant *vs.* native) are the main source of results discrepancy between different methods. Very heterogeneous manner of result reporting is the consequence of both lack of nomenclature uniformity and consensus regarding result interpretation. Finally, the lack of experience and education of laboratory personnel in the diagnostics of certain autoimmune diseases, as well as an unawareness of a method limitation often results in confusion for clinicians. Therefore, standardization and harmonization in this field of laboratory diagnostic is essential ([@r2]). Efforts were made to provide the recommendations for humoral autoimmune diagnostics that recently resulted with International recommendations for the assessment of anti-nuclear antibody testing published by the European Autoimmunity Standardization Initiative (EASI) ([@r3]). For most systemic and organ-specific autoimmune diseases diagnostic criteria or classification criteria have been introduced ([@r4]-[@r12]). Autoantibodies included in those criteria are an important tool for diagnosis of autoimmune diseases. This prompted the initiative from Croatian Society of Medical Biochemistry and Laboratory Medicine (CSMBLM) to form a Working group (WG) for laboratory diagnostics of autoimmune diseases with following goals: to screen the current practice in performing laboratory medicine of autoimmune diseases in Croatia, to identify the main problems and accordingly propose the recommendations that would improve and harmonize laboratory medicine of autoimmune diseases. The aim of the study was to gather information about the methodology, interpretation and algorithms used in laboratory medicine of autoimmune diseases in Croatia. WG designed two-step questionnaires in order to obtain that information. This study summarises the outcome of these questionnaires and provides the insight into the main problems and sources of heterogeneity in performance of autoantibody testing.

Materials and methods
=====================

In order to obtain information about the current practice in laboratory diagnostics of autoimmune diseases in Croatia two surveys were conducted using SurveyMonkey application (SurveyMonkey Inc., Palo Alto, California, USA). The first survey was a questionnaire that contained 17 questions with predefined answers that aimed to identify laboratories which perform diagnostics of autoimmune diseases and to obtain general information like laboratory organization, number of tests per month, turnaround time (TAT), etc. The contacts of laboratory managers of all medical biochemistry laboratories in Croatia were obtained from Croatian Chamber of Medical Biochemists. The survey was sent to all laboratories within secondary healthcare facilities (general and county hospitals), tertiary healthcare facilities (university hospital/university hospital centre), private laboratories and specialized health institutions (total number of 88 laboratories). The survey was sent to the e-mail addresses of the laboratory managers with a suggestion that a laboratory professional responsible for laboratory diagnostics of autoimmune diseases should complete the survey. In case that laboratory does not perform any of the tests listed in question two of the first survey, survey participants were instructed to skip all following questions and to conclude the survey. The link for the survey was distributed via e-mails on September 26^th^ 2014 and was closed on April 22^nd^ 2015. The laboratories within primary healthcare facilities were excluded from the survey considering that they do not perform the tests for laboratory diagnostics of autoimmune diseases. After the collection of the responses, from 33 laboratories that declared to perform diagnostic from the scope, 19 were selected for the second survey based on the tests they pleaded to perform. This survey was created in the same application and contained 25 questions in order to obtain more detailed information regarding detection of selected tests. The link for the second survey was also sent via e-mails on October 22^nd^ 2015 and was closed on November 28^th^ 2015.

For more transparent review, questions and offered answers from both questionnaires are presented together in [Table 1](#t1){ref-type="table"}.

###### Questions, offered and collected answers in CSMBLM WG survey

  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Question**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             **Answers**                                                                                                                                                                                                                                                                        **Received answers, N (%)**
  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ------------------------------------------------------
  **First survey (N = 80)**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   

  1\. Please enter the data of your institution.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           Descriptive answer                                                                                                                                                                                                                                                                 80 (100)

  2\. Please specify humoral immunodiagnostic analyses that are performed in your laboratory?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              Systemic autoimmune rheumatic diseases (ANA, ENA, anti-dsDNA, anti-histones, anti-nucleosomes, CENP, anti-CCP, RF)                                                                                                                                                                 30 (38)

  Systemic vasculitis and glomerulonephritis (ANCA, anti-GBM, anti-PR3, anti-MPO)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          14 (18)                                                                                                                                                                                                                                                                            

  Autoimmune liver diseases (AMA, AGLM, LKM, LC-1, SLA, ASGPR)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             6 (8)                                                                                                                                                                                                                                                                              

  Antiphospholipid syndrome (aCL, β2GPI, LA, aPS, anti-PT/PS)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              12 (15)                                                                                                                                                                                                                                                                            

  Autoimmune bowel diseases (ASCA, APS, EMA, anti-tTG, AGA, anti-DGP)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      11 (14)                                                                                                                                                                                                                                                                            

  Autoimmune neurological disorder / paraneoplastic syndrome (anti-Hu, anti-Yo, anti-Ri)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   2 (3)                                                                                                                                                                                                                                                                              

  None of the analysis stated above.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       47 (59)                                                                                                                                                                                                                                                                            

  **Question**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             **Answers**                                                                                                                                                                                                                                                                        **Received answers,**\
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              **N (proportion)**

  **First survey for participating laboratories performing humoral immunodiagnostic analyses (N = 33)\***                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     

  3\. What is the type of institution were your laboratory operates?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       General/county hospital                                                                                                                                                                                                                                                            11 (0.33)

  Specialized health institution                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           6 (0.19)                                                                                                                                                                                                                                                                           

  University hospital/University hospital centre                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           9 (0.27)                                                                                                                                                                                                                                                                           

  Private institution                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      7 (0.21)                                                                                                                                                                                                                                                                           

  Other (specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          0 (0)                                                                                                                                                                                                                                                                              

  4\. What is the dynamics of providing laboratory reports?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                24 hours                                                                                                                                                                                                                                                                           14 (0.42)

  Up to 7 days                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             4 (0.13)                                                                                                                                                                                                                                                                           

  7 - 30 days                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              14 (0.42)                                                                                                                                                                                                                                                                          

  \> 30 days                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               1 (0.03)                                                                                                                                                                                                                                                                           

  5\. What is the total number of humoral immunodiagnostic tests per month in your laboratory?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             \< 500                                                                                                                                                                                                                                                                             24 (0.73)

  500-1000                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 4 (0.12)                                                                                                                                                                                                                                                                           

  \> 1000                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  5 (0.15)                                                                                                                                                                                                                                                                           

  6\. Please state the methods and units next to the tests (from the list) that you perform.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               Descriptive answer for ANA, ENA, anti-dsDNA, anti-histones, anti-nucleosomes, CENP, anti-CCP, RF, ANCA, anti-GBM, anti-PR3, anti-MPO, AMA, SMA, LKM, LC-1, SLA, ASGPR, aCL, anti-B2GPI, LA, APS, anti-PT/PS, ASCA, APC, EMA, anti-tTG, AGA, anti-DGP, anti-Hu, anti-Yo, anti-Ri.   33 (1.0)\
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              (see text and [Tables 3](#t3){ref-type="table"} - 7)

  7\. If you use IIF for ANA determination, what is your initial dilution?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 Descriptive answer                                                                                                                                                                                                                                                                 7 (0.21)\
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              (details in [Table 3](#t3){ref-type="table"})

  8\. If you determine ANA with IIF, do you determine titre of autoantibodies?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             Yes                                                                                                                                                                                                                                                                                6 (0.18)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       1 (0.03)                                                                                                                                                                                                                                                                           

  Depending on the fluorescence type                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       0 (0)                                                                                                                                                                                                                                                                              

  9\. If you determine ANA using IIF, do you describe the type of fluorescence?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            Yes                                                                                                                                                                                                                                                                                7 (0.21)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       0 (0)                                                                                                                                                                                                                                                                              

  10\. If ANA screening is positive, do you automatically determine specific autoantibodies?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               Yes, depending on the fluorescence pattern                                                                                                                                                                                                                                         2 (0.06)

  Yes, depending on the ANA titre                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          4 (0.12)                                                                                                                                                                                                                                                                           

  If requested, independently of ANA-screen test result                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    2 (0.06)                                                                                                                                                                                                                                                                           

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       6 (0.18)                                                                                                                                                                                                                                                                           

  11\. If you use some other methods instead of IIF for ANA screen, do you specify the antigens included in the test on the laboratory report?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             Yes                                                                                                                                                                                                                                                                                5 (0.15)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       5 (0.15)                                                                                                                                                                                                                                                                           

  12\. Do you determine the titre of autoantibodies for analysis (besides ANA) that are tested with IIF? If yes, please state which tests?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 Yes                                                                                                                                                                                                                                                                                6 (0.18) (details in text)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       2 (0.06)                                                                                                                                                                                                                                                                           

  13\. If you perform ANCA screening test by IIF method, do you describe the type of fluorescence? If yes, please state which type of fluorescence you describe.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           Yes                                                                                                                                                                                                                                                                                3 (0.09) (details in text)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       0 (0)                                                                                                                                                                                                                                                                              

  14\. If you determine anti-PR3 and anti-MPO with ANCA-screening, please choose the option that corresponds with your protocol.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           They are determined in all samples regardless of the results of ANCA-screening test                                                                                                                                                                                                0 (0)

  They are determined within ANCA-screening test                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           0 (0)                                                                                                                                                                                                                                                                              

  They are only determined in samples that are positive in ANCA-screening test.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            4 (0.12)                                                                                                                                                                                                                                                                           

  15\. Do you determine the concentration of total IgA in serum/plasma prior to determination of EMA IgA / tTg IgA?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        Yes                                                                                                                                                                                                                                                                                5 (0.15)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       6 (0.18)                                                                                                                                                                                                                                                                           

  16\. Do you participate in external quality assessment (EQA) with analysis stated in Question No. 6. If the answer is "partially", please specify the analysis that are included in EQA.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 Yes                                                                                                                                                                                                                                                                                13 (0.39)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       12 (0.36)                                                                                                                                                                                                                                                                          

  Partially (specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      5 (0.15) (details in text)                                                                                                                                                                                                                                                         

  17\. Please state the dynamics of participation in EQA schemes.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          Monthly                                                                                                                                                                                                                                                                            2 (0.06)

  Every 2 - 4 months                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       5 (0.15)                                                                                                                                                                                                                                                                           

  Every 6 months                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           9 (0.27)                                                                                                                                                                                                                                                                           

  Once a year                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              2 (0.06)                                                                                                                                                                                                                                                                           

  **Second survey (N = 19)**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  

  **Questions**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            **Answers**                                                                                                                                                                                                                                                                        **Received answers, N (proportion)**

  1\. When determining ANA-screen with IIF method, which types of fluorescence do you recognize and report? (Possibility of multiple answers).                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             Homogenous                                                                                                                                                                                                                                                                         7 (0.37)

  Speckled / granular                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      7 (0.37)                                                                                                                                                                                                                                                                           

  Centromeres                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              7 (0.37)                                                                                                                                                                                                                                                                           

  Nucleolar                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                7 (0.37)                                                                                                                                                                                                                                                                           

  Nuclear envelope                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         5 (0.26)                                                                                                                                                                                                                                                                           

  Mitotic apparatus                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        4 (0.21)                                                                                                                                                                                                                                                                           

  Fluorescence of cytoplasm                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                6 (0.32)                                                                                                                                                                                                                                                                           

  Other (specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          4 (0.21)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 3](#t3){ref-type="table"})                                                                                                                                                                                                                                      

  We do not perform ANA test with IIF                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      12 (0.63)                                                                                                                                                                                                                                                                          

  2\. When determining ANA-screen with IIF do you report different types of fluorescence in the same sample?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               We report different types of fluorescence and the corresponding titres                                                                                                                                                                                                             2 (0.11)

  We report different types of fluorescence but only one titre                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             4 (0.21)                                                                                                                                                                                                                                                                           

  We do not report different types of fluorescence                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         0 (0)                                                                                                                                                                                                                                                                              

  Other (please describe)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  1 (0.05)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 3](#t3){ref-type="table"})                                                                                                                                                                                                                                      

  3\. When determining ANA-screen with IIF, slides are examined by:                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        One examiner                                                                                                                                                                                                                                                                       1 (0.05)

  Two examiners (results are reported in agreement)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        3 (0.16)                                                                                                                                                                                                                                                                           

  One examiner in consultation with another if needed.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     3 (0.16)                                                                                                                                                                                                                                                                           

  Other (please describe)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  0 (0)                                                                                                                                                                                                                                                                              

  4\. What is the highest dilution when you determine ANA titre in IIF ANA screening?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      Maximally up to: (please state a dilution)                                                                                                                                                                                                                                         5 (0.26)\
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              (details in [Table 3](#t3){ref-type="table"})

  We dilute till no detectable fluorescence                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                2 (0.11)                                                                                                                                                                                                                                                                           

  5\. In which cases after ANA-screen test do you determine anti-dsDNA?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    We do not determine anti-dsDNA                                                                                                                                                                                                                                                     1 (0.05)

  Only when ordered, regardless of the ANA result                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          6 (0.32)                                                                                                                                                                                                                                                                           

  Only when ordered and ANA-screen result is positive                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      1 (0.05)                                                                                                                                                                                                                                                                           

  Only when ordered and ANA IIF screen result is positive with a specific type of fluorescence                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             0 (0)                                                                                                                                                                                                                                                                              

  Always with positive ANA result, even if anti-dsDNA was not ordered.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     4 (0.21)                                                                                                                                                                                                                                                                           

  Only when ordered and ANA IIF screen result is positive with a titre higher then (please insert titre)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   1 (0.05)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 5](#t5){ref-type="table"})                                                                                                                                                                                                                                      

  6\. Does your laboratory perform ENA-screening test?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     Yes                                                                                                                                                                                                                                                                                4 (0.21)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       15 (0.79)                                                                                                                                                                                                                                                                          

  7\. Which autoantibodies are included in your ENA-screening test? (Possibility of multiple answers.)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     anti-SS-A (Ro60)                                                                                                                                                                                                                                                                   4 (0.21)

  anti-Ro52 (TRIM21)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       1 (0.05)                                                                                                                                                                                                                                                                           

  anti-SS-B                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                4 (0.21)                                                                                                                                                                                                                                                                           

  anti-ribosome P protein                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  1 (0.05)                                                                                                                                                                                                                                                                           

  anti-U1RNP                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               4 (0.21)                                                                                                                                                                                                                                                                           

  anti-Sm                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  4 (0.21)                                                                                                                                                                                                                                                                           

  anti-Scl-70 (Topoisomerase-1)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            4 (0.21)                                                                                                                                                                                                                                                                           

  anti-Jo-1                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                4 (0.21)                                                                                                                                                                                                                                                                           

  anti-CENP                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                1 (0.05)                                                                                                                                                                                                                                                                           

  other (please specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   1 (0.05)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 4](#t4){ref-type="table"})                                                                                                                                                                                                                                      

  8\. What method do you use for ENA-screening test?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       ELISA                                                                                                                                                                                                                                                                              3 (0.16)

  Immunoblot (Line blot)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   0 (0)                                                                                                                                                                                                                                                                              

  Multiplex (Luminex)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      0 (0)                                                                                                                                                                                                                                                                              

  FEIA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     1 (0.05)                                                                                                                                                                                                                                                                           

  Other (please specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   0 (0)                                                                                                                                                                                                                                                                              

  9\. Results of ENA-screening are expressed as:                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           Semiquantitative (ratio)                                                                                                                                                                                                                                                           1 (0.05)

  Qualitative (positive/negative)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          3 (0.16)                                                                                                                                                                                                                                                                           

  10\. Which specific ENA antibodies do you determine? (Possibility of multiple answers.)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  We do not determine ENA specific antibodies                                                                                                                                                                                                                                        7 (0.37)

  anti-SS-A (Ro60)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         12 (0.63)                                                                                                                                                                                                                                                                          

  anti-Ro52 (TRIM21)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       5 (0.26)                                                                                                                                                                                                                                                                           

  anti-SS-B (La)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           12 (0.63)                                                                                                                                                                                                                                                                          

  anti-ribosome P protein                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  4 (0.21)                                                                                                                                                                                                                                                                           

  anti-U1RNP                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               11 (0.58)                                                                                                                                                                                                                                                                          

  anti-Sm                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  11 (0.58)                                                                                                                                                                                                                                                                          

  anti-Scl-70 (Topoisomerase-1)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            12 (0.63)                                                                                                                                                                                                                                                                          

  anti-Jo-1                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                11 (0.58)                                                                                                                                                                                                                                                                          

  anti-CENP                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                10 (0.53)                                                                                                                                                                                                                                                                          

  other (please specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   6 (0.32)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 4](#t4){ref-type="table"})                                                                                                                                                                                                                                      

  11\. Which method do you use for ENA specific antibodies determination?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  ELISA                                                                                                                                                                                                                                                                              3 (0.16)

  Immunoblot (Line blot)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   1 (0.05)                                                                                                                                                                                                                                                                           

  Multiplex (Luminex)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      3 (0.16)                                                                                                                                                                                                                                                                           

  FEIA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     4 (0.21)                                                                                                                                                                                                                                                                           

  Other (please specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   1 (0.05)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 4](#t4){ref-type="table"})                                                                                                                                                                                                                                      

  12\. Do you use algorithm for anti-ENA determination?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    No, we determine everything that has been ordered                                                                                                                                                                                                                                  6 (0.32)

  Yes, anti-ENA is analysed depending on the ANA-screening result                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          4 (0.21)                                                                                                                                                                                                                                                                           

  13\. Do you have a rule regarding the frequency of ENA-specificity repeat testing? If yes, please state the rule.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        No                                                                                                                                                                                                                                                                                 18 (0.95)

  Yes (state the rule)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     1 (0.05)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in text)                                                                                                                                                                                                                                                                  

  14\. When only anti-dsDNA and/or anti-ENA have been ordered, you perform:                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                ANA-screen test first, and anti-dsDNA/anti-ENA only in the case of positive ANA                                                                                                                                                                                                    3 (0.16)

  Anti-dsDNA and/or anti-ENA are determined without ANA-screening                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          9 (0.47)                                                                                                                                                                                                                                                                           

  15\. Do you include interpretative comments on the laboratory report?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    No                                                                                                                                                                                                                                                                                 14 (0.74)

  Yes, in the case that fluorescence pattern on ANA-screen test indicates unusual antibodies (e.g. antibodies to Golgi complex, lysosomes, peroxisomes)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    2 (0.11)                                                                                                                                                                                                                                                                           

  Yes, in the case that fluorescence pattern on ANA-screen test indicates other antibodies (e.g. AMA, SMA)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 3 (0.16)                                                                                                                                                                                                                                                                           

  Other (please specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   1 (0.05)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 3](#t3){ref-type="table"})                                                                                                                                                                                                                                      

  16\. As a part of celiac disease screening you determine IgG class antibodies to:                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        tissue transglutaminase                                                                                                                                                                                                                                                            2 (0.11)

  deamidated gliadin                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       3 (0.16)                                                                                                                                                                                                                                                                           

  native gliadin                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           0 (0)                                                                                                                                                                                                                                                                              

  endomysium (EMA)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         0 (0)                                                                                                                                                                                                                                                                              

  we do not determine IgG class antibodies in celiac disease screening                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     6 (0.32)                                                                                                                                                                                                                                                                           

  we do not perform celiac disease screening                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               8 (0.42)                                                                                                                                                                                                                                                                           

  17\. When do you determine IgG class antibodies in celiac disease screening?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             Only when there is a complete IgA deficiency                                                                                                                                                                                                                                       0 (0)

  When there is a complete IgA deficiency and in children ≤ 2 years                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        3 (0.16)                                                                                                                                                                                                                                                                           

  In case of decreased IgA or in a complete IgA deficiency                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 0 (0)                                                                                                                                                                                                                                                                              

  In case of decreased IgA or in a complete IgA deficiency and in children ≤ 2 years                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       0 (0)                                                                                                                                                                                                                                                                              

  Always, together with IgA class antibodies                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               2 (0.11)                                                                                                                                                                                                                                                                           

  18\. What is your starting dilution in ANCA IIF- screening test?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         1: 5                                                                                                                                                                                                                                                                               0 (0)

  1: 10                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    2 (0.11)                                                                                                                                                                                                                                                                           

  1: 20                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    1 (0.05)                                                                                                                                                                                                                                                                           

  1: 40                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    0 (0)                                                                                                                                                                                                                                                                              

  We do not perform ANCA-screening test                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    15 (0.79)                                                                                                                                                                                                                                                                          

  19\. In ANCA IIF-screening test, do you use formalin-fixed granulocytes?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 No                                                                                                                                                                                                                                                                                 1 (0.05)

  Yes, always with ethanol-fixed granulocytes                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                              2 (0.11)                                                                                                                                                                                                                                                                           

  Yes, only in case of ANCA positive test on ethanol-fixed granulocytes                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    0 (0)                                                                                                                                                                                                                                                                              

  Yes, only in case of pANCA positive test on ethanol-fixed granulocytes                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   0 (0)                                                                                                                                                                                                                                                                              

  Yes, only in case of atypical pANCA positive test on ethanol-fixed granulocytes                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          0 (0)                                                                                                                                                                                                                                                                              

  Yes, only if ANCA is ordered from gastroenterologist                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     0 (0)                                                                                                                                                                                                                                                                              

  Yes, only in case of positive ANA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        0 (0)                                                                                                                                                                                                                                                                              

  20\. Do you determine other ANCA specificities except PR3 and MPO (elastase, lactoferrin, etc.)? If yes, please specify.                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 Yes (specify)                                                                                                                                                                                                                                                                      0 (0)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       19 (1.0)                                                                                                                                                                                                                                                                           

  21\. In the case of positive liver kidney microsome (LKM) antibodies with IIF method, do you automatically determine LKM-1 specificity?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  Yes                                                                                                                                                                                                                                                                                3 (0.16)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       0 (0)                                                                                                                                                                                                                                                                              

  We do not determine anti-LKM with IIF method                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             16 (0.84)                                                                                                                                                                                                                                                                          

  22\. In the case of positive AMA with IIF method, do you automatically determine AMA-M2 specificity?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     Yes                                                                                                                                                                                                                                                                                4 (0.21)

  No                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       0 (0)                                                                                                                                                                                                                                                                              

  We do not determine AMA with IIF method                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  15 (0.79)                                                                                                                                                                                                                                                                          

  23\. Do you use algorithm when antiphospholipid antibodies are ordered?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  No, only aCL antibodies are determined                                                                                                                                                                                                                                             2 (0.11)

  No, only LA is determined                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                3 (0.16)                                                                                                                                                                                                                                                                           

  No, LA and aCL are determined simultaneously                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             0 (0)                                                                                                                                                                                                                                                                              

  No, aCL and anti-B2GPI are determined simultaneously                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     3 (0.16)\*\*                                                                                                                                                                                                                                                                       

  No, aCL, anti-B2GPI and LA are determined simultaneously                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                 3 (0.16)                                                                                                                                                                                                                                                                           

  Yes, anti-B2GPI antibodies are determined depending on the aCL results                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   0 (0)                                                                                                                                                                                                                                                                              

  We do not determine antiphospholipid antibodies                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          7 (0.37)                                                                                                                                                                                                                                                                           

  24\. Which isotypes of aCL do you determine?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             IgG and IgM                                                                                                                                                                                                                                                                        8 (0.42)

  IgG, IgM and IgA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         0 (0)                                                                                                                                                                                                                                                                              

  We do not determine aCL                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  11 (0.58)                                                                                                                                                                                                                                                                          

  25\. Which isotypes of anti-B2GPI do you determine?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      IgG and IgM                                                                                                                                                                                                                                                                        7 (0.37)

  IgG, IgM and IgA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         0 (0)                                                                                                                                                                                                                                                                              

  We do not determine anti-B2GPI                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           12 (0.63)                                                                                                                                                                                                                                                                          

  **Question and answers obtained after personal communication with managers of 7 laboratories that perform IIF method for antibodies detection**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                             

  1\. Who is authorised to perform examination of IIF slides in your laboratory?                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           specialist in medical biochemistry                                                                                                                                                                                                                                                 4 (0.57)

  master of medical biochemistry and laboratory medicine                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   2 (0.29)                                                                                                                                                                                                                                                                           

  other (specify)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          1 (0.14)\                                                                                                                                                                                                                                                                          
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           (details in [Table 3](#t3){ref-type="table"})                                                                                                                                                                                                                                      

  **\***Out of 80 participating laboratories, 47 declared to not perform humoral immunodiagnostic analyses (see question 2). \*\*Including laboratory that simultaneously determines aCL, anti-B2GPI and aPS.\                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                
  ANA = antinuclear antibodies. ENA = extractible nuclear antibodies. anti dsDNA = *anti*-double stranded DNA. SS-A/Ro60 = Anti-Sjögren's-syndrome-related antigen A. Ro52 (TRIM21) = Tripartite motif-containing protein 21. SS-B/La = Sjögren syndrome type B antigen. U1-RNP = U1 ribonucleoprotein. PM/Scl = Polymyositis/Scleroderma. PCNA = Pleomorphic cell nuclear antigen. Sm = Smith antigen. Scl-70 = topoisomerase I. Jo-1 = histidyl tRNA synthetase. CENP = antibodies targeting centromere proteins. anti-CCP = antibodies targeting synthetic cyclic citrullinated peptides. RF = rheumatoid factor. ANCA = anti-neutrophil cytoplasmic antibodies. anti-PR3 = anti-proteinase 3 antibodies. anti-MPO = anti-myeloperoxidase antibodies. anti-GBM = anti-glomerular basement membrane antibodies. AMA = antimitochondrial antibodies. AGLM = Anti-smooth muscle antibody. LKM = liver-kidney microsomal antibodies. LC-1 = liver cytosol. SLA = soluble liver antigen. ASGPR= asialoglycoprotein receptor. aCL = anticardiolipin antibodies. anti-B2GPI = anti-beta2 glycoprotein I antibodies. LA = lupus anticoagulant. aPS = antiphosphatidilserine antibodies. anti-PT/PS= anti-phosphatidylserine/prothrombin antibodies. ASCA = anti-saccharomyces cerevisiae antibodies. APCA = antibodies against parietal cells. EMA = anti-endomysium antibodies. anti-tTG = antibodies against tissue transglutaminase. AGA = antibodies against native gliadin. anti-DGP = antibodies targeting deamidated gliadin peptides.                                                                                                                                                                                                                                                                                      
  ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

In total, both questionnaires included 42 questions that could roughly be divided in 6 categories: laboratory organisation, definition of the tests from the scope and organisation of routine work (N = 8), antinuclear antibodies (ANA), antibodies to double stranded DNA (anti-dsDNA) and antibodies to extractible nuclear antigens (anti-ENA) testing (N = 20), anti-neutrophil cytoplasmic antibodies (ANCA) testing (N = 6), antiphospholipid (aPL) antibodies testing (N = 3), celiac disease (N = 3), autoimmune liver diseases testing (N = 2).

Statistical analysis
--------------------

Data were collected in the SurveyMonkey application, but due to the small number of laboratories which perform this scope of diagnostics, no statistical analysis could be applied but the data are rather presented as counts and ratios.

Results
=======

Response on the survey and general information of participated laboratories
---------------------------------------------------------------------------

This survey had a remarkably good response with a response rate of 91% (80 / 88 laboratories) for the first Survey and 1.0 (19 / 19 laboratories) for the second survey. [Table 1](#t1){ref-type="table"} summarizes all specific questions and offered answers from both surveys as well as corresponding counts and ratios from received answers with the exception of descriptive answers that are presented in following text or tables.

Out of 80 laboratories, 33 indicated to perform at least one of the autoimmune diagnostic tests offered in the questionnaire. This means that around 40% of all laboratories within the secondary and tertiary healthcare facilities as well as specialized and private health institutions perform laboratory diagnostic of autoimmune diseases.

General information on aforementioned 33 laboratories including type of laboratory, TAT for tests from the scope, participation in EQA scheme with frequency are available in [Table 1](#t1){ref-type="table"} (questions 3, 4 and 17 from the first survey). All nine university hospital/university hospital Centres and half (11 / 20) of general/county hospitals in Croatia perform this laboratory diagnostic. Number of tests per month is available in [Table 1](#t1){ref-type="table"} and distribution of the type of laboratory relative to the number of tests per month is presented in [Table 2](#t2){ref-type="table"}. Regarding the TAT for autoantibody testing, 14 / 33 laboratories declared 24-hour TAT, which mostly refers to rheumatoid factor (RF) and/or antibodies targeting synthetic cyclic citrullinated peptides (anti-CCP) (12 / 14 laboratories), while the remaining two are private laboratories performing wider spectrum of tests. This information was obtained with examination of individual responses to question 4 in the first survey ([Table 1](#t1){ref-type="table"}). According to information available on the web page of Croatian accreditation agency, 6 of 33 laboratories are accredited according to Croatian normative document: Medical laboratories - Requirements for quality and competence (ISO 15189:2012; EN ISO 15189:2012) in the field of humoral laboratory diagnostic of autoimmune diseases.

###### Distribution of the number of tests per month in relation to type of laboratory

  -------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Autoimmune diagnostic tests per month, N**       **Laboratories performing autoimmune diagnostic tests,**\   **Laboratory type**                                   
                                                     **N (proportion);**\                                                                                              
                                                     **N = 33**                                                                                                        
  -------------------------------------------------- ----------------------------------------------------------- ------------------------------------------------ ---- ----------
  **Category**                                       **Total N**                                                 **N (proportion)**                                    

  \< 500                                             24 (0.73)                                                   General/county hospital                          24   9 (0.38)

  Private laboratory                                 7 (0.29)                                                                                                          

  Specialized institution                            5 (0.21)                                                                                                          

  University hospital / University hospital centre   3 (0.12)                                                                                                          

  500 --1000                                         4 (0.12)                                                    General/county hospital                          4    2 (0.50)

  University hospital/ University hospital centre    2 (0.50)                                                                                                          

  \> 1000                                            5 (0.15)                                                    University hospital/University hospital centre   5    4 (0.8)

  Specialized institution                            1 (0.2)                                                                                                           
  -------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Current practice in immunodiagnostic of systemic autoimmune rheumatic diseases
------------------------------------------------------------------------------

Out of 33 laboratories, 30 have indicated to perform tests from the scope of serologic diagnostic of systemic autoimmune rheumatic diseases ([Table 1](#t1){ref-type="table"}).

Assessment of RF and anti-CCP
-----------------------------

Tests for serologic diagnostic of rheumatoid arthritis: RF and anti-CCP are performed in 23 of previously mentioned 30 laboratories; 19 perform both tests while 4 laboratories perform only RF and 4 only anti-CCP. Immunoturbidimetry (N = 16) is the most frequent method for RF determination, immunonephelometry is used by 4, and enzyme-linked immunosorbent assay (ELISA), fluorescence enzyme immunoassay (FEIA) and latex agglutination in one laboratory each. The most frequent method for anti-CCP determination is electrochemiluminescence immunoassay (ECLIA) which is performed in 10 laboratories, followed by chemiluminescent microparticle immunoassay (CMIA) in 5, FEIA in 4, ELISA in 3 and microparticle enzyme immunoassay (MEIA) in 1 laboratory.

Assessment of ANA, anti-ENA and anti-dsDNA antibodies
-----------------------------------------------------

Determination of ANA is performed in 17 of 30 laboratories. Seven of them are laboratories within tertiary healthcare facilities, 5 within secondary health care facilities, 3 specialized institution and 2 are private laboratories. Indirect immunofluorescence assay (IIF) on Hep-2 cells (Human epithelial type 2 cells) as the reference method for ANA detection is used in 7 / 17 laboratories among which 6 are within tertiary and 1 within secondary health care facility. Other methods in use and current practice in assessment of ANA are presented in [Table 3](#t3){ref-type="table"}.

###### Current practice in assessment of ANA testing

  ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Laboratories performing ANA testing**\                                                                                                                                                                                                                                                                        **N**\
  **(N = 17)**                                                                                                                                                                                                                                                                                                    **(proportion)**
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- --------------------
  Method                                                                                                                                                                                                                                                                                                          

  IIF on Hep-2 cells                                                                                                                                                                                                                                                                                              7 (0.41)

  FEIA                                                                                                                                                                                                                                                                                                            6 (0.35)

  ELISA                                                                                                                                                                                                                                                                                                           3 (0.18)

  Line - blot                                                                                                                                                                                                                                                                                                     1 (0.06)

  **Assessment of ANA by IIF on Hep-2 cells (N = 7)**                                                                                                                                                                                                                                                             **N**\
                                                                                                                                                                                                                                                                                                                  **(proportion)**

  **1. Fluorescence patterns on Hep-2 cells recognized and reported:**                                                                                                                                                                                                                                            

  Homogenous                                                                                                                                                                                                                                                                                                      7 (1.0)

  Speckled                                                                                                                                                                                                                                                                                                        7 (1.0)

  Centromere                                                                                                                                                                                                                                                                                                      7 (1.0)

  Nucleolar                                                                                                                                                                                                                                                                                                       7 (1.0)

  Nuclear envelope                                                                                                                                                                                                                                                                                                5 (0.71)

  Mitotic apparatus                                                                                                                                                                                                                                                                                               4 (0.57)

  Fluorescence of cytoplasm                                                                                                                                                                                                                                                                                       6 (0.86)

  Nuclear dots                                                                                                                                                                                                                                                                                                    4 (0.57)

  PCNA-- like pattern                                                                                                                                                                                                                                                                                             3 (0.43)

  **2. Initial sample dilution:**                                                                                                                                                                                                                                                                                 

  1 / 100                                                                                                                                                                                                                                                                                                         6 (0.86)

  1 / 80                                                                                                                                                                                                                                                                                                          1 (0.14)

  **3. Titration:**                                                                                                                                                                                                                                                                                               

  Yes                                                                                                                                                                                                                                                                                                             6 (0.86)

  No                                                                                                                                                                                                                                                                                                              1 (0.14)

  **4. Titration up to:**                                                                                                                                                                                                                                                                                         

  dilution with the last detectable fluorescence                                                                                                                                                                                                                                                                  2 (0.29)

  1 / 320                                                                                                                                                                                                                                                                                                         2 (0.29)

  1 / 10,000                                                                                                                                                                                                                                                                                                      1 (0.14)

  1 / 40,960                                                                                                                                                                                                                                                                                                      1 (0.14)

  we do not determine the titer                                                                                                                                                                                                                                                                                   1 (0.14)

  **5. Reporting of different patterns of fluorescence in the same sample:**                                                                                                                                                                                                                                      

  Different fluorescence patterns but with only one titre                                                                                                                                                                                                                                                         4 (0.57)

  Different fluorescence patterns with corresponding titres                                                                                                                                                                                                                                                       2 (0.29)

  Different fluorescence patterns without titre                                                                                                                                                                                                                                                                   1 (0.14)

  **6. Inclusion of interpretative comment on report:**                                                                                                                                                                                                                                                           

  Yes, in the case of fluorescence pattern indicating the presence of unusual antibodies (Golgi, lysosomes, peroxisomes, etc)                                                                                                                                                                                     3 (0.43)\*

  Yes, in the case of cytoplasmic fluorescence patterns indicating the presence of SMA or AMA.                                                                                                                                                                                                                    4 (0.57)\*

  No interpretative comment on report                                                                                                                                                                                                                                                                             1 (0.14)

  **7. Examination of IIF slides:**                                                                                                                                                                                                                                                                               

  Exclusively by one examiner                                                                                                                                                                                                                                                                                     1 (0.14)

  By two examiners with report issued in agreement                                                                                                                                                                                                                                                                3 (0.43)

  By one examiner in consultation with another if necessary                                                                                                                                                                                                                                                       3 (0.43)

  **8. Examination of IIF slides is done by:**                                                                                                                                                                                                                                                                    

  Specialist in medical biochemistry and laboratory medicine                                                                                                                                                                                                                                                      4 (0.57)

  Master of medical biochemistry and laboratory medicine                                                                                                                                                                                                                                                          2 (0.29)

  Master of molecular biology                                                                                                                                                                                                                                                                                     1 (0.14)

  **Assesment of ANA by methods other than IIF (N = 10)**                                                                                                                                                                                                                                                         **N (proportion)**

  **1. Specification of included antigens on laboratory report**                                                                                                                                                                                                                                                  

  Yes                                                                                                                                                                                                                                                                                                             5 (0.5)

  No                                                                                                                                                                                                                                                                                                              5 (0.5)

  **Reflex testing for antibody specificities in ANA-screen positive samples (irrespective of method) (N = 14) \*\***                                                                                                                                                                                             **N (proportion)**

  No                                                                                                                                                                                                                                                                                                              6 (0.43)

  Yes, depending on the ANA titre                                                                                                                                                                                                                                                                                 4 (0.29)

  Yes, depending on the fluorescence pattern                                                                                                                                                                                                                                                                      2 (0.14)

  If requested, irrespectively of ANA-screen test result                                                                                                                                                                                                                                                          2 (0.14)

  \*One laboratory applies both offered options.\*\*Answers obtained for 14 out of 17 laboratories that perform ANA testing.\                                                                                                                                                                                     
  ANA = antinuclear antibodies. IIF = Indirect immunofluorescence. Hep-2 cells = Human epithelial type 2 cells. FEIA = Fluorescence enzyme immunoassay. ELISA = Enzyme-linked immunosorbent assay. PCNA = Pleomorphic cell nuclear antigen. SMA = Smooth muscle antibodies. AMA = antimitochondrial antibodies.   
  ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

ENA-screen test is performed in four laboratories while ENA-specific tests are performed in 12 laboratories. Although classic "ENA" term refers only to SS-A/Ro60, SS-B/La, U1-RNP, Sm, Scl-70 and Jo-1 antigens, it is generally accepted to use the term ENA--specific tests for individual specificities instead of the more proper one, ANA--specific tests. Data regarding current practice in assessment of ENA testing in Croatia is presented in [Table 4](#t4){ref-type="table"}. About half of laboratories performing ANA testing also determines ENA specificities (9 / 17), some perform ANA, ENA-screen test and identification of ENA specificity (3 / 17) and one laboratory performs ANA-screen test followed with ENA-screen without identification of specificities. Only one laboratory has the option for the second method for confirmation of ENA-specificity in the case of unclear results ([Table 4](#t4){ref-type="table"}). Four laboratories perform requested testing for ENA based on the result of ANA-screen test and only one laboratory applies the in- house rule regarding the frequency of repeated testing for ENA-specificities (only in the case of the increase in ANA titre \> 2 times or in the case of change in fluorescence pattern).

###### Current practice in assessment of ENA testing

  -----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **ENA -- screen test (N = 4)**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               **N**\
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               **(proportion)**
  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ------------------
  Method                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       

  ELISA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        3 (0.75)

  FEIA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         1 (0.25)

  **Antigens included:**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       

  "Classic" ENA panel: SS-A/Ro60, SS-B/La, U1-RNP, Sm, Scl-70, Jo-1                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            4 (1.0)

  Classic ENA panel + additional specificities: CENP, Ro52 (TRIM21), RNA-polymerase III, PM-Scl, PCNA, Fibrillarin, Ribosome-P protein, Mi-2)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  1 (0.25)

  Results reported as:                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         

  Qualitative                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  3 (0.75)

  Semiquantitative (ratio)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     1 (0.25)

  **ENA -- specific tests (N = 12)**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           **N**\
                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                               **(proportion)**

  **Method**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   

  FEIA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         4 (0.33)

  ELISA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        3 (0.25)

  MIA (Luminex)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                3 (0.25)

  LIA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                          1 (0.08)

  FEIA + LIA                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                   1 (0.08)

  **Specificities**                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                            

  SS-A/Ro60                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                    12 (1.0)

  Ro52 (TRIM21)                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                5 (0.42)

  SS-B/La                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                      12 (1.0)

  U1-RNP                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       11 (0.92)

  RNP70                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        3 (0.25)

  Sm                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           11 (0.92)

  Scl-70                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                       12 (1.0)

  Jo-1                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         11 (0.92)

  Ribosome -- P protein                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                        4 (0.33)

  CENP                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                         10 (0.83)

  Histones                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                     3 (0.25)

  Nucleosomes                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                  1 (0.08)

  ENA = extractible nuclear antibodies. FEIA = Fluorescence enzyme immunoassay. ELISA = Enzyme-linked immunosorbent assay. MIA = Multiplex bead immunoassay. LIA = Line immunoassay. SS-A/Ro60 = Anti-Sjögren's-syndrome-related antigen A. Ro52 (TRIM21) = Tripartite motif-containing protein 21. SS-B/La = Sjögren syndrome type B antigen. U1-RNP = U1 ribonucleoprotein. PM/Scl = Polymyositis/Scleroderma. PCNA = Pleomorphic cell nuclear antigen. Sm = Smith antigen. Scl-70 = topoisomerase I. Jo-1 = histidyl tRNA synthetase. CENP = antibodies targeting centromere proteins. Mi-2 = myositis specific antibody.   
  -----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Anti-dsDNA testing is performed in 15 laboratories ([Table 5](#t5){ref-type="table"}). The vast majority of the laboratories performing ANA testing also perform anti-dsDNA testing (15 / 17), either as the only specificity (3 / 17) or together with anti-ENA (12 / 17). None of laboratories declared more than one method for anti-dsDNA determination, including the laboratory that uses CLIFT (Crithidia luciliae immunofluorescence test).

###### Current practice in assessment of anti-dsDNA testing

  -------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Anti-dsDNA testing (N = 15)**                                                                                                                                                                                                                              **N**\
                                                                                                                                                                                                                                                               **(proportion)**
  ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------ ------------------
  Methods                                                                                                                                                                                                                                                      

  FEIA                                                                                                                                                                                                                                                         6 (0.4)

  ELISA                                                                                                                                                                                                                                                        5 (0.33)

  MIA (Luminex)                                                                                                                                                                                                                                                3 (0.2)

  CLIFT                                                                                                                                                                                                                                                        1 (0.07)

  **Results reporting**                                                                                                                                                                                                                                        

  quantitative                                                                                                                                                                                                                                                 14 (0.93)

  qualitative                                                                                                                                                                                                                                                  1 (0.07)\*

  **Units reported**                                                                                                                                                                                                                                           

  IU/mL                                                                                                                                                                                                                                                        7 (0.47)

  kIU/L                                                                                                                                                                                                                                                        2 (0.13)

  U/mL                                                                                                                                                                                                                                                         3 (0.2)

  AU/mL                                                                                                                                                                                                                                                        2 (0.13)

  **Algorithm applied for anti-dsDNA testing in regards to ANA-screen test**\                                                                                                                                                                                  **N**\
  **(N = 12)** \*\*                                                                                                                                                                                                                                            **(proportion)**

  Only when requested, regardless of the ANA-screen result                                                                                                                                                                                                     6 (0.5)

  As a reflex test on ANA-screen positive result                                                                                                                                                                                                               4 (0.33)

  Only when requested and ANA-screen result is positive                                                                                                                                                                                                        1 (0.08)

  Only when requested and ANA titer \> 1 / 160                                                                                                                                                                                                                 1 (0.08)

  \*Laboratory that uses CLIFT method. \*\*Answers obtained for 12/15 laboratories. FEIA = Fluorescence enzyme immunoassay. ELISA = Enzyme-linked immunosorbent assay. MIA = Multiplex bead immunoassay. CLIFT = Crithidia luciliae immunofluorescence test.   
  -------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Only three laboratories declared to perform ANA-screen as the first line test were only anti-dsDNA and/or anti-ENA were requested.

Assessment of antiphospholipid antibodies
-----------------------------------------

Antiphospholipid (aPL) antibodies are determined in 12 / 33 laboratories. The most frequently determined antibodies are anticardiolipin antibodies (aCL-IgG and aCL-IgM) followed by anti-beta2-glycoprotein I (anti-B2GPI IgG and IgM) antibodies. Lupus anticoagulant (LA) are assessed in 6 / 12 laboratories, including two specialized for transfusion medicine. Current practise in the assessment of antiphospholipid antibodies is presented in [Table 6](#t6){ref-type="table"}. In the case that request refers only to aPL antibodies without antibody specification, none of the laboratories apply any algorithm, but rather determine all available antiphospholipid antibodies (including IgG and IgM isotypes) simultaneously. Out of eight laboratories that determine aCL antibodies, five report results in GPL-U/mL and MPL-U/mL while three of them report in U/mL. Units for anti-B2GPI antibodies are reported as U/mL or RU/mL. Regarding methods, ELISA is equally used for aCL and anti-B2GPI (4 laboratories), while FEIA is used in four laboratories for aCL and in three for anti- B2GPI. ELISA method is in use for aPS determination.

###### Current practice in assessment of antiphospholipid antibodies (aPL)

  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Antibodies used in determination**\                                                                                                                                                        **N**\
  **of aPL (N = 12)**                                                                                                                                                                          **(proportion)**
  -------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ------------------
  Only aCL (IgG and IgM)                                                                                                                                                                       2 (0.17)

  Only LA                                                                                                                                                                                      3 (0.25)

  Only anti-B2GPI (IgG and IgM)                                                                                                                                                                1 (0.08)

  aCl (IgG and IgM) + anti-B2GPI (IgG and IgM)                                                                                                                                                 2 (0.17)

  aCl (IgG and IgM) + anti-B2GPI (IgG and IgM) + LA                                                                                                                                            3 (0.25)

  aCl (IgG and IgM) + anti-B2GPI (IgG and IgM) + aPS                                                                                                                                           1 (0.08)

  aPL = antiphospholipid antibodies. aCL = anticardiolipin antibodies. anti-B2GPI = anti-beta2 glycoprotein I antibodies. LA = lupus anticoagulant. aPS = antiphosphatidilserine antibodies.   
  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Assessment of antibodies associated with systemic vasculitis and glomerulonephritis
-----------------------------------------------------------------------------------

Fourteen laboratories (14 / 33) determine any antibody associated with systemic vasculitis and glomerulonephritis: anti-neutrophil cytoplasmic antibodies (ANCA), anti-proteinase 3 (anti-PR3), anti-myeloperoxidase (anti-MPO), anti-glomerular basement membrane (anti-GBM) antibodies. All 14 laboratories determine anti-PR3 and anti-MPO ANCA specificities by the following methods: FEIA (7 / 14), ELISA (4 /14), MIA (Luminex) (2 / 14) and immunoblot (IB) (1 / 14). Only four laboratories perform ANCA-screen test. Three of these four laboratories use method of indirect immunofluorescence (IIF) on ethanol-fixed granulocytes while one of them use ELISA test but without specification regarding target antigens. All four laboratories that perform ANCA-screen use the same algorithm: determination of anti-PR3 and anti-MPO specificities only in ANCA-screen positive samples. Formalin-fixed granulocytes are used simultaneously with ethanol-fixed granulocytes as substrates in two of three laboratories that perform IIF ANCA-screen while the third laboratory uses only ethanol-fixed granulocytes. ANCA cut off titre is 1 / 10 in two laboratories and 1 / 20 in one. All three laboratories recognize following ANCA fluorescence patterns: perinuclear (pANCA), cytoplasmic (cANCA), atypical perinuclear (a/pANCA) and one of them also recognizes atypical cytoplasmic (a/cANCA) fluorescence pattern. No ANCA-specificities other than PR3 and MPO are determined. Almost all (13 / 14) laboratories that determine PR3/MPO specificities report results as quantitative: 8 report as U/mL, 2 as RU/mL, and one of each as kIU/L, IU/mL and AU/mL. Only 3 / 14 laboratories declared to perform anti-GBM determination with MIA (Luminex) (Multiplexed bead immunoassay) method in 2 and IIF in 1 of them.

Assessment of antibodies associated with autoimmune liver diseases
------------------------------------------------------------------

Six laboratories declared to perform determination of antibodies associated with autoimmune liver diseases. Laboratories within tertiary health care facilities (4 / 6) determine all antibodies relevant for autoimmune liver diseases: antimitochondrial antibodies (AMA), smooth muscle antibodies (SMA), anti-liver-kidney microsomal antibodies (anti-LKM), antibodies to liver cytosol (anti-LC-1) and antibodies to soluble liver antigen (anti-SLA). In these laboratories, AMA is determined by IIF method followed with confirmation of AMA-M2 specificity in the case of positive result. AMA titre is reported in 2 / 4 laboratories while in other two results are reported only as positive or negative. Titre of SMA antibodies is reported in 2 / 4 laboratories, one reports qualitative result and one did not specify the way of reporting the results. Anti-LKM antibodies are determined by IIF method followed with confirmation of LKM-1 in the case of positive result in 3 / 4 laboratories. Only one laboratory declared to report the titre of anti-LKM antibodies. The other two of six laboratories that declared to determine antibodies associated with autoimmune liver diseases, determine only anti-LKM and AMA in one of them and anti-LKM only in other. In both cases, solid assays are used (FEIA for AMA and ELISA for anti-LKM). None of the laboratories determines antibodies targeting asialoglycoprotein receptor (ASGPR).

Assessment of antibodies associated with autoimmune diseases affecting the gastrointestinal system
--------------------------------------------------------------------------------------------------

In total, 11 of 33 laboratories declared to determine any of antibodies associated with gastrointestinal autoimmune diseases. All of them determine antibodies associated with celiac disease ([Table 7](#t7){ref-type="table"}) Regarding antibodies associated with inflammatory bowel diseases (ulcerative colitis and Crohn's disease), determination of ANCA antibodies is already stated within the results regarding antibodies associated with systemic vasculitis while anti-saccharomyces cerevisiae (ASCA) antibodies are determined in only one, private laboratory using ELISA method. No laboratories declared to determine any other antibody associated with inflammatory bowel diseases. Antibodies against parietal cells (APCA) are determined in only two laboratories, both within tertiary health care facilities and both use IIF method.

###### Current practice in immunodiagnostic of celiac disease

  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Antibodies used in immunodiagnostic of celiac disease (N = 11)**                                                                                                                                                                                                                                                                                       **N**\
                                                                                                                                                                                                                                                                                                                                                           **(proportion)**
  -------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ------------------
  **Methods used for anti-tTG determination (N = 11)**                                                                                                                                                                                                                                                                                                     

  ELISA                                                                                                                                                                                                                                                                                                                                                    3 (0.27)

  FEIA                                                                                                                                                                                                                                                                                                                                                     5 (0.45)

  MIA (Luminex)                                                                                                                                                                                                                                                                                                                                            2 (0.18)

  Immunocromatography                                                                                                                                                                                                                                                                                                                                      1 (0.09)

  **Methods used for anti-DPG determination (N = 5)**                                                                                                                                                                                                                                                                                                      

  FEIA                                                                                                                                                                                                                                                                                                                                                     3 (0.6)

  MIA (Luminex)                                                                                                                                                                                                                                                                                                                                            2 (0.4)

  **Methods used for EMA determination (N = 4)**                                                                                                                                                                                                                                                                                                           

  IIF                                                                                                                                                                                                                                                                                                                                                      3 (0.75)

  ELISA                                                                                                                                                                                                                                                                                                                                                    1 (0.25)

  **Methods used for AGA determination (N = 3)**                                                                                                                                                                                                                                                                                                           

  MIA (Luminex)                                                                                                                                                                                                                                                                                                                                            2 (0.67)

  FEIA                                                                                                                                                                                                                                                                                                                                                     1 (0.33)

  **IgG class of antibodies associated with celiac disease**\                                                                                                                                                                                                                                                                                              
  **(N = 5)**                                                                                                                                                                                                                                                                                                                                              

  Anti-tTG-IgG                                                                                                                                                                                                                                                                                                                                             2 (0.4)

  Anti-DGP-IgG                                                                                                                                                                                                                                                                                                                                             3 (0.6)

  **Algorithms in diagnosis of celiac disease (N = 11)**                                                                                                                                                                                                                                                                                                   

  Measurement of total IgA precedes determination of IgA class antibodies                                                                                                                                                                                                                                                                                  5 (0.45)

  IgG class of antibodies associated with celiac disease determined only in the cases of IgA deficiency and in children ≤ 2 years old.                                                                                                                                                                                                                     3 (0.27)

  IgG class of antibodies associated with celiac disease always determined together with IgA class antibodies.                                                                                                                                                                                                                                             2 (0.18)

  anti-tTG = antibodies against tissue transglutaminase. ELISA = Enzyme-linked immunosorbent assay. FEIA = Fluorescence enzyme immunoassay. MIA = Multiplex bead immunoassay. anti-DGP = antibodies targeting deamidated gliadin peptides. EMA = anti-endomysium antibodies. IIF = Indirect immunofluorescence. AGA = antibodies against native gliadin.   
  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

Assessment of antibodies associated with autoimmune diseases affecting nervous system
-------------------------------------------------------------------------------------

These antibodies are most rarely determined, in only two laboratories within tertiary healthcare facilities. In both laboratories, antibodies associated with paraneoplastic neurological syndrome are determined: anti-Hu, anti-Yo and anti-Ri antibodies. One laboratory uses only IIF method while the other one uses IIF followed with immunoblot (IB) method for confirmation.

External quality assessment
---------------------------

Out of 33 laboratories that perform autoimmune diagnostic tests, only 13 participate in external quality assessment (EQA) with the full scope of the analysis ([Table 1](#t1){ref-type="table"}). Three laboratories have not provided answer to EQA question in the Survey.

One of five laboratories that partially participated in EQA did not specify the tests that are included, while the participation of other four was heterogeneous regarding the tests. Six out of twelve laboratories that do not participate in EQA are laboratories that perform only RF and/or anti-CCP, or LA exclusively in 2 / 12. Also, 2 / 12 laboratories that do not participate with any of the analysis they perform stated the intention to fully participate in EQA starting with the beginning of the following year.

Discussion
==========

Results of conducted survey confirmed not only high heterogeneity in the performance of autoantibody testing among laboratories in Croatia, but also obsolete in some cases. This includes issues with result reporting, determination of serological markers that are not recommended, methods of determination of certain markers that do not comply with existing international recommendations or the application of very heterogeneous algorithms among laboratories.

Most of the laboratories perform tests for immunodiagnostic of systemic autoimmune rheumatic diseases (SARD), predominantly serological markers of rheumatoid arthritis, RF and anti-CCP. This result was expected taking into account a few facts: a) RA is the most common systemic autoimmune disease, b) both markers are part of RA classification criteria ([@r5]), c) both markers are determined using methods set to automatic analysers, which already exist in most laboratories and do not require additional equipment. These automated methods for determining RF and anti-CCP are responsible for the fact that many laboratories (12 of 14) report the analysis results in this field of laboratory diagnostics within 24 hours. After RF and anti-CCP, ANA is the most commonly performed test (17 / 80 laboratories in total). In comparison with the study conducted by the EASI group ([@r13]) regarding the implementation of the ANA test in 12 European countries, the number of laboratories performing ANA regarding the total population in Croatia is comparable with France, the Netherlands and Switzerland. Half of the laboratories in Croatia that determine ANA belong to University hospital or University hospital centres while in most European countries to general hospitals or private institutions (with the exception of Norway and Sweden, where the ratio is equal). In order to meet the increasing demand for ANA determination, reducing costs and compensating the lack of experienced personnel for interpretation of ANA fluorescence, the preference to the alternative solid phase automated assays with very diverse sensitivity and specificity is often given over IIF screening method. The main reason for this diversity lies in the fact that commercial kits from different manufactures use different methods, mixture of purified extracts or recombinant antigens, and number of antigens included in mixture ([@r14], [@r15]). Using IIF method on Hep-2, larger number of nuclear, nucleolar and cytoplasmic antigens could be detected when compared to solid phase assays where detection is possible only for antigens included in the mixture. Sensitivity and specificity of ANA-screen using enzyme-based immunoassay (EIA) were examined for nine manufactures kits in study of Tan *et al.* ([@r16]). Results showed good sensitivity and specificity with the need for improvement in detection of anti-dsDNA and anti-Sm in some kits. Sensitivity and specificity using different methods and comparing them to IIF, show different results depending on used method ([@r14]-[@r17]). Due to significant number of false negative results when using these methods, IIF method on Hep-2 cells is still considered a reference method for ANA screening ([@r3], [@r14]). However, one should keep in mind that choice of ANA detection method is actually disease-dependent. For example, ANA is the serologic marker of autoimmune hepatitis but without clearly associated antigen specificity and therefore IIF method is the only one applicable in this case ([@r10]). On the other hand, myositis is associated with Jo-1 antibodies which can be accurately detected only with solid phase assays ([@r2], [@r14]). Since laboratory staff is mostly unaware of suspected diagnosis, some authors support the opinion that multiple screening tests should be used in order to improve the diagnostic of autoimmune diseases but with appropriate comments included for interpretation of discrepant results ([@r18], [@r19]). With the share of only 7 / 17 laboratories that perform ANA- screening with IIF method, Croatia is next-to-last in comparison to European countries that participated in EASI group Survey ([@r13]). In fact, in most European countries IIF method is applied in \> 90% of laboratories with the exception of the Netherlands, Portugal, Norway and Ukraine (with 65%, 64%, 50% and 40% share respectively). The manner of conducting ANA-screen with IIF in Croatia is rather homogenous, in the sense that all laboratories recognize and report at least 4 regular fluorescence patterns and all except one provide titre and interpretative comments. Given that low ANA titres are common in the older population as well as in some other diseases in addition to SARD, qualitative ANA result does not give sufficient clinical information ([@r14]). Beside four regular nuclear patterns, cytoplasmic fluorescence patterns are very common and usually address the presence of other antibodies such as antimitochondrial (AMA) or smooth muscle antibodies (SMA) associated with autoimmune liver diseases ([@r3]). Also, cytoplasmic fluorescence can reflect the presence of other important SARD-associated antibodies such as those targeting ribosomal-P proteins or Ro52 ([@r14]). Therefore, negligence of cytoplasmic fluorescence can have clinical consequences such as delay in proper diagnosis. Although initial (screening) dilutions most commonly present throughout literature are 1 / 80 or 1 / 160, it is generally recommended that the laboratory appoints the initial dilution that corresponds to 95th percentile of local healthy population (with respective shares regarding age and gender) ([@r1], [@r3]). However, very often the IIF reagent kit manufacturer proposed initial dilution is applied. Given the fact that Croatia is a small market, the same reagent manufacturer probably recommends the initial dilution 1 / 100 used by 6 / 7 laboratories. Distinct heterogeneity still exists in the titration level of positive samples with only two laboratories following the recommendation of reporting the last dilution which still shows reactivity ([@r3]). In addition, heterogeneity exists in reporting different patterns with different fluorescence intensity observed in one sample. Positive finding is that all except one laboratory performing ANA-screen by IIF method consider the opportunity of more than one observer in the case of a doubtful result. Surprisingly poor result of the survey was that half (5 / 10) of laboratories that use solid phase assays for ANA-screening do not specify antigens included in the assay ([@r3]). If the clinician is not aware that applied method covers only the limited number of antigens, one can consider it equivalent to IIF screening assay. Commercial solid phase assays usually include clinically most relevant antigens such as SS-A/Ro60, SS-B/La, Sm, U1RNP, dsDNA, Scl-70, Jo-1 and CENP. However, some antigens clinically relevant for systemic sclerosis, such as RNA-polymerase III or some nucleolar antigens such as PM-ScL or fibrillarin are rarely included in these assays ([@r3], [@r8]). The same refers to histones as the target antigens for ANA associated with drug induced lupus, which are rarely included in ANA-screen solid phase assays so that the false negative ANA result can lead to misdiagnose ([@r3]).

Most laboratories that perform ANA testing also perform anti-ENA testing. However, the approach to ANA and anti-ENA testing is quite heterogeneous and even pointless in some cases (ANA solid assay followed with ENA-screen assay). According to current practice, anti-ENA determination in Croatia is somewhat lower (77%) in comparison to other European countries (except Ukraine) where more than 83% of laboratories that perform ANA testing also perform anti-ENA testing ([@r13], [@r20]). At least, the most relevant ENA antigens (SS-A/Ro60, SS-B/La, Sm, U1RNP, Scl-70, and Jo-1) are included in all ENA-screen assays. Regarding the identification of ENA specificities, all laboratories determine antibodies to SS-A/Ro60, SS-B/La, RNP and Scl-70 while one laboratory does not test for Sm and Jo-1 antibodies. In general, the extent of ENA-specificities determination is lower in Croatia in comparison to other European countries but the covered specificities are comparable ([@r13]). Distinction between anti-SS-A/Ro60 and anti-Ro52 (TRIM21) antibodies was found in 42% (5 / 12) of Croatian laboratories which determines ENA specificities, in comparison to only 20--25% of laboratories in other European countries. On the one hand it could be attributed to the higher awareness of different clinical relevance regarding monoreactivity to Ro52 antigen (in myositis and systemic sclerosis) or SS-A/Ro60 antigen (in subacute lupus) ([@r21]). On the other hand, some laboratories do not use single tests for specificity confirmation but in order to reduce the cost and time for analysis, rather use the panel of different specificities. Therefore, it could be that number of individual specificities is simply dictated by the available commercial products. Another interesting finding is that 3 / 12 laboratories determine RNP70 specificity either with or without U1RNP specificity (encompasses proteins A, C, and 70kD). Although the anti-U1RNP immune response targets all three protein components (70kDa, A, C), individual reactivity to 70kDa protein may be more specific for mixed connective tissue disease (MCTD) as it is less frequent in SLE than those to proteins A or C ([@r22]). However, the best sensitivity and specificity for MCTD seems to be achieved with identification of both U1RNP and RNP70 ([@r23]).

In spite of recommendation to use additional method in the case of result discrepancy between anti-ENA and ANA or with clinical suspicion, only one laboratory has the opportunity of using alternative method for anti-ENA ([@r3]).

Regarding anti-dsDNA testing, none of laboratories use Farr assay (radioimmunoassay, RIA) that is based on precipitation of antibody-antigen complexes using ammonium sulphate and the quantification of antibody in the precipitate using a radio-labelled dsDNA antigen. Farr assay is considered to be the gold standard but it is also minimally present in laboratories throughout Europe, most probably due to use of radioisotopes and laboriousness of the method ([@r24]). CLIFT as a second choice according to specificity is variable present (26--94%) in European laboratories while in Croatia only one laboratory uses this method ([@r13]). However, no quantitative method for detection of anti-dsDNA is in use in this laboratory so that the patient cannot be followed. Although all except one laboratory report quantitative result for anti-dsDNA there is considerable heterogeneity in reporting units. Since commercial tests are calibrated against the 1st International Standard for anti-dsDNA coded Wo/80, results should be given in International Units (IU/mL).

The majority of laboratories do not apply algorithms for testing anti-ENA or anti-dsDNA based on ANA-screen result but strictly adhere to the requested tests. The most probable explanation is that the Croatian health reimbursement policy does not consider reflex testing.

Most laboratories do not apply any rules regarding minimal retesting interval. This issue primarily refers to frequent requests for ANA retesting or for retesting of previously confirmed ENA-specificity. Repeat testing for ANA titre does not have confirmed value in assessing the disease activity and retesting for ENA-specificity can be justified only in the case of the appearance of new symptoms ([@r2]). Our data are comparable to the results of Canadian study that pointed out unnecessary repeat testing and simultaneous ordering of multiple tests (ANA, ENA, dsDNA) ([@r25]).

General impression of the Survey results regarding ANA testing is that the consultative role of laboratory experts in immunodiagnostic workout is poorly involved or limited only to an interpretative comment, eventually.

Testing for antiphospholipid antibodies is performed in 15% (12 / 80) of laboratories within tertiary and secondary health care facilities and private health care institutions. The minority of laboratories covers determination of all antibodies included in APS-classification criteria ([@r9]). It can partially be explained with the policy in some hospitals to perform determination of LA within the framework of transfusion medicine instead of medical biochemistry laboratory. There is considerable heterogeneity regarding reporting of the units for anticardiolipin antibodies with almost half of laboratories not following the International guidelines on anticardiolipin testing ([@r26]).

Assessment of antibodies associated with systemic vasculitis and glomerulonephritis is performed in 17% (14 / 80) of included laboratories. The current approach of ANCA determination in Croatian laboratories implies quantitative (in all but one laboratory) determination of PR3 and MPO specificities only, while ANCA-screen is performed in minority of laboratories. All three laboratories that use IIF method for ANCA-screen apply the same algorithm with obligatory testing for PR3/MPO specificity in ANCA IIF positive samples and also recognize and report the fluorescence patterns in line with International consensus statement on testing and reporting of ANCA ([@r27], [@r28]). Use of qualitative test for PR3/MPO specificities is limited to diagnosis purpose in emergency cases and, unlike quantitative test, has no value in monitoring the inflammatory activity of vasculitis.

Assessment of autoantibodies associated with autoimmune liver diseases is poorly present in Croatian laboratories and is mostly limited to laboratories within University hospitals. There is considerable heterogeneity in the approach to determination of SMA and LKM antibodies by IIF method concerning reporting titre. Namely, half of laboratories do not report titre for SMA while for anti-LKM all except one do not report titre. This policy is not in line with the guidelines of International Autoimmune Hepatitis Group which includes a Scoring System for diagnosis of autoimmune hepatitis based on the titre of relevant autoantibodies (ANA, SMA, LKM) ([@r29]-[@r31]). For the same reason, use of solely solid assays for detection of anti-LKM antibodies is not suitable, but should rather be used for confirmation of LKM-1 reactivity in samples with LKM-typical fluorescence pattern. Although, determination of AMA titre has no approved clinical value, half of laboratories report titre.

Among antibodies associated with gastrointestinal autoimmune diseases, determination of those associated with celiac disease are most frequently performed, with anti-tTG IgA, as the first line test, being the most prominent. Antibodies to native gliadin (AGA) are still sporadically determined although all the relevant guidelines discourage use of these antibodies in diagnosis of celiac disease ([@r12], [@r32]). Algorithms applied in serologic diagnosis of celiac disease are heterogeneous and almost half laboratories do not follow the guidelines on the determination of IgG class of antibodies or total IgA ([@r12]).

Regarding antibodies associated with inflammatory bowel diseases (IBD) it is important to point out that ANCA associated with these diseases targets a wide range of possible antigens but not PR3 and MPO ([@r33]). IBD associated ANCA are commonly detected only by IIF method without confirmation of specificity. Using the term "ANCA" for specific anti-PR3 or anti-MPO tests can be misleading for clinician seeking for ANCA in IBD. ANCA specificities relevant for IBD are not detected in the Croatian public medical laboratories and also rarely in private laboratories.

Determination of antibodies associated with autoimmune diseases affecting nervous system is most rarely performed and are limited only to antibodies in paraneoplastic syndrome.

Considering participation in EQA, the results clearly show that not enough laboratories participate in EQA schemes. This could partially be explained by the fact that the national program for external control provided by the Croatian Centre for Quality Assessment in Laboratory Medicine (CROQALM) does not cover tests from this scope. Participation in EQA is especially important for autoantibody testing since these methods are not standardized and use exclusively manufacturer - dependent quality control samples which makes the objective evidence of laboratory competence limited ([@r34]). Participation in EQA offers the opportunity for laboratory to compare own results with those obtained with other participants that use same or different methodologies ([@r35]). The efforts to motivate or obligate laboratories to participate in EQA schemes should be made with a help of national professional associations. This process could also be facilitated with the decision to participate in the accreditation process according to HRN EN ISO 15189 in the field of humoral laboratory diagnostic of autoimmune diseases.

Considering all challenges that our study indicates, the Italian multicentre study showed how development and implementation of diagnostics algorithms and recommendations contribute to diagnostic specificity of autoimmune rheumatic diseases ([@r36]). Limitation of this study could be attributed to all the disadvantages of using online survey to collect data about current practice in laboratory diagnostics of autoimmune diseases in Croatia. The main disadvantage is that the answers to the questions depend on respondents' honesty regarding the real situation in laboratory practice of autoimmune diseases diagnostics. The other limitation of the study is limited number of organ-specific autoimmune diseases included.

In conclusion, the survey results indicate the heterogeneity in the manner of conducting the humoral immunodiagnostic of autoimmune diseases throughout laboratories in Croatia. This heterogeneity refers not only to the use of different methods, analytical platforms or algorithms but also to the use of the same method and to the policy of results reporting. Such heterogeneity on the level of laboratory diagnostics most certainly has an impact on the clinical level. Therefore, presented data stressed out the necessity for recommendations on national level with the aim to harmonize this specific branch of laboratory diagnostic. In issuing recommendations, currently used methodologies as well as the national health reimbursement policy, which for example, does not consider reflex testing should be taken into the consideration.
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